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Office of Statewide Health Planning and Development
ANCHORAGE PRE-APPROVAL

OPA-0904-07

Equipment Manufacturer: Belimed, Inc.

Equipment Type: Rack-Loading Sterilizers

GENERAL NOTES

1. EXPANSION ANCHORS:
(a) ATTACHMENT IS TO BE MADE WITH THE ANCHORS LISTED BELOW AND INSTALLED AS DESCRIBED
IN THE CORRESPONDING ICC REPORT.

Anchor | Concrete | Min. fc ICC Min. Min. Min. | Min. Conc. | Installation.
Diameter |  Type (psi) Anchor Type Report No. | Embed. | Spacing [Edge Dist.| Thickness | Torque Test Loads

58" | Hardrock | 3000 |Hili Kwik Bolt TZ| ESR-1917 | 4 | 18" 18" 6" | 60Ft-Lbs Direct Pull
Tension - 4604 Ibs
lp" sp 21
(b) THIS PRE-APPROVAL ALLOWS FOR UP TO A MAXIMUM OF 2 ADJACENT M i

CONCRETE SLAB EDGES, 18" AWAY MINIMUM (i.e. - CORNER). SEE
ADJACENT DETAIL FOR ADDITIONAL MINIMUM ALLOWABLE CONCRETE

EDGE DISTANCES. EN ;Z:\
2. TESTING OF EXPANSION ANCHORS PER 2007 CBC, 1916A-8 : TENSION
TESTING SHALL BE DONE IN THE PRESENCE OF THE SPECIAL INSPECTOR ) )
AND A REPORT OF THE TEST RESULTS SHALL BE SUBMITTED TO OSHPD o
[t

(a) AFTER AT LEAST 24 HOURS HAVE ELAPSED SINCE INSTALLATION,
DIRECT PULL TENSION TEST AT LEAST 50% OF THE ANCHORS. . C

(b) ACCEPTANCE CRITERIA: THE ANCHOR SHOULD HAVE NO OBSERVABLE
MOVEMENT AT THE TEST LOAD. A PRACTICAL WAY TO DETERMINE
OBSERVABLE MOVEMENT IS THAT THE WASHER BECOMES LOOSE.

(c) IF ANY ANCHOR FAILS, TEST ALL ANCHORS.

9P = BOLT SPACING

2—[“
(MIN)

TYPICAL CONCRETE EDEE DETAIL
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1C.
Equipment Type: Rack-Loading Sterilizers

GENERAL NOTES (CONTINUED)
3. FORCES PER ASCE 7-05 SECTION 13.3.1, EQUATIONS 13.3-1, 13.3-2 & 13.3-3, WHERE Sps=1.93,@p=1.0lp=1.5& Rp =25
4. THIS PRE-APPROVAL CONFORMS TO THE 2007 CALIFORNIA BUILDING CODE.

5. THE DETAILS IN THIS PRE-APPROVAL MAY BE USED AT ANY LOCATION IN THE STATE OF CALIFORNIA.
THE ELEVATED FLOOR DETAILS MAY BE USED AT ANY HEIGHT IN A BUILDING.

6. ALL ANCHOR FORCES SHOWN ON THE DRAWINGS ARE WORKING LOADS (AS OPPOSED TO STRENGTH LEVEL LOADS)
AND MAY BE USED FOR ALLOWABLE STRESS DESIGN.

7. THIS PRE-APPROVAL COVERS THE ANCHORAGE OF THE UNIT ONLY.

RESPONSIBILITIES OF THE STRUCTURAL ENGINEER OF RECORD

8. VERIFY THAT THE CONCRETE SLAB WHICH THE EQUIPMENT IS ANCHORED TO IS NOT CRACKED.

9. VERIFY THAT THE ANCHORS ARE AN ADEQUATE DISTANCE FROM ANY SLAB EDGES OR OPENINGS (SEE TYPICAL DETAIL ON SHEET 1).
10. VERIFY THAT THE ANCHORS ARE AN ADEQUATE DISTANCE FROM ANY NEW OR EXISTING ANCHORS (SEE MIN. SPACING IN SCHEDULE).

11. DESIGN BACKING BARS, STUDS, ETC. WHICH THE UNITS ARE ATTACHED TO AS NOTED ON THE DRAWINGS.
THE SEOR SHALL ALSO VERIFY THE ADEQUACY OF THE STRUCTURES (SUCH AS WALLS AND FLOORS)
WHICH SUPPORT THE UNITS FOR THE LOADS IMPOSED ON THEM BY THE UNITS AS WELL AS ALL OTHER LOADS.

12. PROVIDE ANY SUPPORTING STRUCTURE REQUIRED TO SUPPORT WEIGHTS AND FORCES SHOWN, IN ADDITION TO ALL OTHER LOADS.

13. VERIFY THAT THE INSTALLATION IS IN CONFORMANCE WITH THE 2007 CBC AND WITH THE DETAILS SHOWN IN THIS PRE-APPROVAL.
VERIFY THAT THE ACTUAL EQUIPMENT'S WEIGHT, CG LOCATION, ANCHOR LOCATIONS, ANCHOR DETAILS AND THE MATERIAL AND
GAGE OF THE UNIT WHERE ATTACHMENTS ARE MADE AGREE WITH THE INFORMATION SHOWN ON THE PRE-APPROVAL DOCUMENTS.
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